Polymethylmethacrylate as a denture base material in service.
Assessments of the practical deficiencies of polymethylmethacrylate in service have been carried out by several workers. Some of these studies and one further one have been compared so as to seek any common factors, especially those concerned with the age of the appliance at failure. Times of vulnerability for different types of dentures have been demonstrated, and the scope for time-based studies in the laboratory and in service has been discussed.